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Feed catheter

Twist spring clockwise to insert through protective
or detach. Spring should be spring stock
flush with underside of dome. (replacement part

\ PS95 or PS105)
To _assemble, wet Trim excess
tgblng and pull both tubing, allowing
pieces through room for animal
center hole with a to grow.

hemostat (it will be
a tight fit). Note
correct orientation.

Pull the loosely

assembled harness Pull belly bands to

over the animal's tighten harness around
head. The front legs animal. Leave just
should fit between enough s_Iack so that
the belly bands and you can fit your |nd.ex
the harness should finger (or a 3cc syringe)
be oriented with the between the bands and
animal's spine as the animal's belly. The
shown. harness must not be

too tight or too loose or
the animal will become
annoyed.

Check the tension daily
and adjust as needed
as the animal grows.



